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June 26, 2009

Ms. Susan Crowley 
T ronox 
PO Box 55
Henderson, NV 89009

Subject: Case Narrative report 271624R

Sample receipt: The samples arrived at MWH on June 5, 2009, with proper chain of 
custody. All containers were received without any visible signs of tampering or breakage 
at proper temperature. Samples are identified on the acknowledgement, which is part of 
the report package, along with the chain of custody.

Case Narrative:

For the MWH Laboratories data the following issues were observed:

Report revised to remove duplicate QC.

Note that for ion chromatography tests such as perchlorate, the exact analysis time is 
not shown on the report. Only the date of analysis appears. The time normally defaults 
to 00:00.

If you have any questions, do not hesitate to contact us.

Sincerely yours,

Andrew Eaton, PhD 
Project Manager

TEL 626-3865-1100 
FAX 626-386-1101 
www.mwftlabs.com



(§
£
 

M
on

tg
om

er
y 

w
at

so
n

 la
b

o
ra

to
ri

es
 

C
H

A
IN

 O
F
 ^
 J

S
T

O
D

Y
 R

E
C

O
R

D

SA
MP

LE
S C

HE
CK

ED
/LO

GG
ED

 IN
 B

Y: 
C

)&
T

75
0 R

oy
al 

Oa
ks 

Dr
, S

uit
e l

OO
.M

on
rov

ia, 
CA

^O
I O

fl 
(62

6)5
68

-64
00

 
(80

0)5
66

-52
27

SA
MP

LE
 TE

MP
, R

EC
EIP

T A
T L

AB
: 

BL
UE

 IC
E:

FR
OZ

EN
 

PA
RT

IAL
LY

 FR
OZ

EN
TH

AW
ED

TO
 BE

 CO
MP

LET
ED

 BY
 SA

MP
LER

:
I 

I (
che

ck f
or y

es)
PR

OJE
CT

 JO
B#

/P.
O.#

CO
MP

AN
Y / 

PR
OJE

CT
 NA

ME
RE

FE
R T

O A
TT

AC
HE

D 
BO

TT
LE

 OR
DE

R F
OR

 AN
AL

YS
ES

AN
AL

YS
ES

 RE
QU

IRE
D (

ma
rk 

an
 'X*

 in
 all

 te
sts

 re
qu

ire
d f

or 
eac

h s
am

ple
 lin

e)
Tro

nox
 LL

C
Ann

ual 
Gro

und
wat

er S
amp

ling
 - A

pril
 / M

ay
Sam

ple
r

Tro
nox

 LL
C 

PO
Bo

x5
5

He
nde

rso
n, 

NV
 89

009
SA

MP
LE

R
CO

MM
EN

TS
Bri

an 
Ho

 1 S
usa

n C
row

ley
(70

2)6
51

-22
34

LO
CA

TIO
N

IDE
NT

IFI
ER

,  S
TA

TE
 ID

#
DA

TE

Re
po

rte
d 

bv
 W

eig
ht:

Re
po

rte
d b

v V
olu

me
:

MA
TR

IX 
TY

PE
S:

SO
 = 

So
il

CW
W 

= C
hlo

rin
ate

d W
ast

e W
ate

r 
WW

 =
 O

the
r W

ast
e W

ate
r 

SW
 

= S
tor

rri 
W

ate
r 

7

RG
W 

= R
aw

 G
rou

nd
 W

ate
r 

RS
W 

= R
aw

 Su
rfa

ce 
W

ate
r

CF
W 

= C
hlo

r(a
m)

ina
ted

 Fi
nis

he
d W

ate
r 

FW
 

= O
the

r F
ini

she
d W

ate
r

SL
 = 

Slu
dg

e

PRI
NT

 NA
ME

REL
INQ

UIS
HE

D  K
C,

RE
UN

QU
ISH

ED
BY

:
REC

EIV
ED

 BY
:

PA
GE

 1 o
f 1



Bi
lli

ng
 A

dd
re

ss

At
to

;.A
cc

.Q
.u

nt
s..

ft3
y.

ak
i£

.. 
PQ

..B
Q

X
26

38
59

.. 
.Q

k[
ab

.Q
ma

..C
ify

.1..
QK

.7.
3.1

2.6
.-8

.8.
5.a

...

Pa
ge
 1
 

o'
 

\ 
47

68
4

Q
u
o
te

#
G

JY Im
po

rta
nt

 C
om

m
en

ts
Th

es
e 

sit
es

 a
re

 m
on

th
ly

 til
l f

ur
th

er
 

no
tic

e.
Sh

ip
pi

ng
 - 

pl
ea

se
 s

en
d 

bo
ttl

es
 in

 
co

ol
er

 ra
th

er
 th

an
 a

 b
ox

PC
-8

6, 
PC

-8
9,

 P
C-

91
, P

C-
95

, 
PC

-9
7,

 P
C-

10
, P

C-
12

, P
C-

17
, 

PC
-1

8,
 P

C-
55

, P
C-

10
1 R

 
L-

63
5, 

L-
63

7 
M

W
-K

2, 
M

W
-K

4 
AR

P-
1, 

AR
P-

2, 
AR

P-
3, 

AR
P-

4 
AR

P-
5, 

AR
P-

6, 
AR

P-
7, 

PC
-5

3 
PC

-1
03

, M
W

-K
5, 

M
-8

3 
M

-8
7 

, P
C-

98
R;

 P
C-

56
, P

C-
58

; 
PC

-5
9,

 P
C-

60
, P

C-
62

, P
C-

68
, 

PC
-1

22

pr
ela

be
l

D
o
 
N

O
T

bo
ttl

es
 w

ith
 si

te,
 b

ut
 p

ro
vi

de
 

pr
e-

pr
in

ted
 la

be
ls 

fo
r c

lie
nt

 to
 st

ick

EX
TR

A  
BO

TT
LE

S 
IN

CL
UD

ED

cli
en

t c
od

e 
ch

an
ge

d 
7/

25
/0

3

bo
ttl

e o
rd

er
 an

d 
ID

s u
pd

at
ed

 
9/

9/
03



Page 1 of 1

From: Origin ID: USA (702)651-2230 
Shipping 
TronoxLLC
8000 lake Mead parkway 

Henderson, NV 89015

FecOk*Express
Ship Date: 04JUN09
ActWgfc 26.6 LB Dims: 21X15X15 IN
CAD: 100263135/INET9011
Account#: S *
Delivery Address Bar Code

SHIP TO: (626)568-6400 BILL SENDER
sample receiving 
Montgomery Watson labs 
750 ROYAL OAKS DR #100

Ref# 20092544V1 
Invoice#
PO# -
Dept#

MONROVIA, CA 91016

IRK#
152011 7976 5302 3460

FRI - 05JUN A2
PRIORITY OVERNIGHT 
DSR

QZ WHRA

91016
CA-US
BUR

After printing this label: ■ :
1. Use the ’Print' button on this page to print your label to your laser or Inkjet printer.
2. Fold the printed page along the horizontal line.
3. Place label in shipping pouch and affix it to your shipment so that the barcode portion of the label can be read and scanned.

Warning: Use only the printed original label for shipping. Using a photocopy of this label for shipping purposes is fraudulent and could 
result in additional billing charges, along with the cancellation of your FedEx account number.

Use of this system constitutes your agreement to the service conditions In the current FedEx Service Guide, available on fedex.com.FedEx will not be 
responsible for any claim in excess of $100 per package, whether the result of loss, damage, delay, non-delivery .misdelivery,or misinformation, unless 
you declare a higher value, pay an additional charge, document your actual loss and file a timely clalm.Limitations found in the current FedEx Service 
Guide apply. Your right to recover from FedEx for any loss, including Intrinsic valueof the package, loss of sales, Income interest, profit, attorney's fees, 
costs, and other forms of damage whether direct, incidental,consequential, or special is limited to the greater of $100 or the authorized declared value. 
Recovery cannot exceed actual documented loss.Maximum for Items of extraordinary value is $500, e.g. jewelry, precious metals, negotiable 
instruments and other items listed in our ServiceGuide. Written claims must be filed within strict time limits, see current FedEx Service Guide.

https://www.fedex.eom/shipping/html/en//PrintIFrame.html 6/4/2009

7750 ROYAL OAKS DR # 100

39101657110025617976530234602011

[)>�01�0291016�840�11�7976530234600201�FDE�195537720�155��1/1�26.6LB�N�750 ROYAL OAKS DR # 100�MONROVIA�CA�sample receiving�06�10ZED004�11ZMontgomery Watson labs�12Z6265686400�30Z39101657002561�10�15Z100263135�20Z�500.0�K20092544V1�26Z5773����



MWH Laboratories
750 Royal Oaks Drive, Monrovia, CA 91016 

PHONE: 626-386-1100/FAX: 626-386-1101

ACKNOWLEDGMENT OF SAMPLES RECEIVED

Tronox LLC - Henderson 
PO Box 55
Henderson, NV 89009 
Attn: Susan Crowley 
Phone: 702-651-2234

Customer Code: 
PO#: 

Group#: 
Proj ect#: 
Proj Mgr: 

Phone:

KERRMCGEE-MP 
Susan Crowley PO 
271624 
CL04
Andrew Eaton 
(626) 386-1125

The following samples were received from you on 06/05/09. They have been 
scheduled for the tests listed beside each sample. If this information 
is incorrect, please contact your service representative. Thank you for 
using MWH Laboratories. .

Sample# Sample Id
Tests Scheduled

Matrix
■; - '

Sample Date

2906060030 TR-3 Water 04-jun-2009 07:52:00
0 •-i;:: SI ALK ANJ ONI BALANCE CA CAT 1 ON L CT

CL04 COB CR6010 EC FE HC03
K MG MN NA N03 N03A
P PH S04 T TDS

2906060032 M -1 L
CL04 TDS

Water 04-JUU-2009 09:32:00

2906060033 FB060409
CL04 TDS

Water 04 -juu-2009 09:40:00

290O060034 DUPLICATE
CL04 TDS

Water 04-juii-2009 00:00:00

Test Acronym Description

Test Acronym Description

ALK Alkalinity in CaC03 units
ANIONl Anion Sum - Calculated
BALANCE Ionic Balance - Calculated
CA Calcium, Total, ICAP
CATI0N1 Cation Sum - Calculated
CL Ch] ori de
CL04 Perchlorate
C03 Carbonate as C03, Calculated
CR6>010 Chromium, Total , ICAP
EC Specific Conductance at 25 C
FE ' Iron, Total, ICAP
HC03 Bicarb.Alkalinity as HC03,calc

Potassium, Total, ICAP '
MG Magnesium, Total, ICAP
MN Manganese, Total, ICAP
NA Sodium, Total, ICAP 

.Nitrate as Nitrogen by ICN03
N03A Nitrate as N03 (calc)

1



Tronox LLC - Henderson
PO Box 55 Customer Code KERRMCGEE-MP
Henderson, NV 89009 PO# Susan Crowley PO
Attn: Susan Crowley Group# 271624
Phone: 702-651-2234 Proj ect# CL04

Proj Mgr Andrew Eaton
Phone (626) 386-1125

Test Acronym Description

Test Acronym Description

P Metals sample pH
PH (H3~past HT, not compliant)

S04 Sulfate
IlIiPMllfPipIllll Metals Turbidity

TDS Total Dissolved Solid (TDS)

2



(?R) MWH LaboratoriesA Division oi MWH Americas, Inc.A Division oi MWH Americas, Inc.

Report
Comments
#271624

750 Royal Oaks Drive, Suite 100 
Monrovia, California 91016-3629 
Tel: 626 3861100 Fax: 626 386 1101 
1 800 566 LABS (1 800 566 5227)

Client Specific Comments
I hereby certify that all laboratory analytical data 
was generated by a laboratory certified by the NDEP 
for each const: i presented herein.

Signature:

Group Comments
Report revised to correct QC for CL.

Comments - Page 1 of 1



(Hr) MWH LaboratoriesA Division of MWH Americas, Inc.
750 Royal Oak$ Driva, Suite 100 
Monrovia, Calirornia 91013-3629 
Tel: 626 3861100 Fax: 626 366 1101 
1 600 566 LABS (1 800 566 5227)

Tronox LLC - Henderson 
Susan Crowley 
PO Box 55
Henderson , NV 89009

Laboratory
Hits Report
#271624

Samples Received 
05-jun-2009 10:00:00

Analyzed Sample# Sample ID Result Federal UNITS MRL
MCL

2906060030 TR-3

06/08/09 Alkalinity in CaC03 units 79 mg/1 2.0
06/11/09 Anion Sum - Calculated 10 . meq/1 0.0010
06/09/09 Bicarb.Alkalinity as HC03,calc 96.1 mg/1 2.0
06/16/09 Calcium, Total, ICAP 47 mg/1 1.0
06/15/09 Cation Sum - Calculated 11. meq/1 0.0010
06/09/09 Chloride 170 250 mg/1 5.0
06/16/09 Chromium, Total, ICAP 0.016 mg/1 0.010
06/16/09 Magnesium, Total, ICAP 22 mg/1 0.10
06/05/09 Nitrate as N03 (calc) 4.8 45 mg/1 0.88
06/05/09 Nitrate as Nitrogen by IC 1.08 10 mg/1 0.20
06/05/09 PH (H3=past HT, not compliant) 8.0 6.5-8.5 Units 0.010
06/16/09 Potassium, Total, ICAP 6.8 mg/1 1.0
06/16/09 Sodium, Total, ICAP 160 mg/1 1.0
06/10/09 Specific Conductance at 25 C 1120 umho/cm 2.0
06/05/09 Sulfate 188 250 mg/1 1.0
06/09/09 Total Dissolved Solid (TDS)

2906060032 H-ll

630 500 mg/1 10

06/09/09 Total Dissolved Solid (TDS)

2906060033 FB060409

2906060034 DUPLICATE

634 500 mg/1 10

06/09/09 Total Dissolved Solid (TDS) 520 500 mg/1 10

Hits Report - Page 1 of 1
SUMMARY OF POSITIVE DATA ONLY.



MWH LaboratoriesA Division of MWH Americas, tnc.

Laboratory
Data Report
#271624

760 Royal oaks Drive, Suite 100 
Monrovia, California 91016-3629 
Tel: 626 3861100 Fax .626 386 1101 
1 800 566 LABS (1 800 566 5227)

Tronox LLC - Henderson Samples Received
Susan Crowley 06/05/09
PO Box 55
Henderson , NV 89009

Prepared Analyzed QC Ref# Method Analyte Result Units MRL Dilution

TR-3 (2906060030) Sampled on 06/04/09 07:52
06/08/09 00:00 487321 ( SM 2320B ) Alkalinity in CaC03 units 79 mg/l 2.0 1
06/11/09 14:41 ( ML/SM1030E ) Anion Sum - Calculated 10. meq/1 0.0010 1
06/16/09 23:35 488164 ( ML/EPA 200.7 ) Calcium/ Total, ICAP 47 mg/l 1.0 1
06/15/09 08:03 ( SM 1030E ) Cation Sum - Calculated 11. meq/1 0.0010 1
06/09/09 16:43 487465 ( ML/EPA 300.0 ) Chloride 170 mg/l 5.0 5
06/17/09 02:37 488222 ( EPA 314 ) Perchlorate ND ug/1 4.0 1
06/09/09 17:50 ( SM 2330B > Carbonate as C03, Calculated ND mg/l 2.0 1

06/15/09 06/16/09 00:00 488241 ( ML/EPA 6010B > Chromium, Total, ICAP 0.016 mg/l 0.010 1
06/10/09 12:56 487689 ( SM 2510B > Specific Conductance at 25 C 1120 umho/cm 2.0 1
06/16/09 23:35 488177 ( ML/EPA 200.7 ) Iron, Total, ICAP ND mg/l 0.020 1
06/09/09 17:47 ( SM 2330B ) Bicarb.Alkalinity as HC03,calc 96.1 mg/l 2.0 1
06/16/09 23:35 488183 ( ML/EPA 200.7 ) Potassium, Total, ICAP 6.8 mg/l 1.0 1
06/16/09 23:35 488190 ( ML/EPA 200.7 ) Magnesium, Total, ICAP 22 mg/l 0.10 1
06/16/09 23:35 488197 ( ML/EPA 200.7 ) Manganese, Total, ICAP ND mg/l 0.0020 1
06/16/09 23:35 488203 ( ML/EPA 200.7 ) Sodium, Total, ICAP 160 mg/l 1.0 1
06/05/09 16:59 487158 < ML/EPA 300.0 ) Nitrate as Nitrogen by IC 1.08 mg/l 0.20 2
06/05/09 16:59 ( ML/EPA 300.0 ) Nitrate as N03 (calc) 4.8 mg/l 0.88 2
06/05/09 16:19 487074 ( SM 4500-HB ) PH (H3=past HT, not compliant) 8.0 Units 0.010 1
06/05/09 16:59 487288 ( ML/EPA 300.0 ) Sulfate 188 mg/l 1.0 2

06/09/09 06/09/09 08:45 487729 ( E160.1/SM2540C) Total Dissolved Solid (TDS) 630 mg/l 10 1

H-ll (2906060032) Sampled on 06/04/09 09:32
06/17/09 02:37 488222 ( EPA 314 ) Perchlorate ND ug/1 4.0 1

06/09/09 06/09/09 08:45 487729 ( E160.1/SM2540C) Total Dissolved Solid (TDS) 634 mg/l 10 1

FB060409 (2906060033) Sampled on 06/04/09 09:40
06/17/09 02:37 488222 ( EPA 314 ) Perchlorate ND ug/1 4.0 1

06/09/09 06/09/09 08:45 487729 ( E160.1/SM2540C) Total Dissolved Solid (TDS) ND mg/l 10 1

Data Report - Page 1 of 2



(«f) MWH LaboratoriesA Division of MWH Americas, Inc.

Laboratory
Data Report
#271624

750 Royal Oaks Driva, Suite 100 
Monrovia, California 91016-3629 
Tel: 626 386 1100 Fax: 626 386 1101 
1 800 566 LABS (1 000 566 5227)

Tronox LLC - Henderson 
(continued)

Prepared Analyzed QC Ref# Method Analyte Result Units MRL Dilution

DUPLICATE (2906060034) Sampled on 06/04/09 00:00
06/17/09 02:37 488222 ( EPA 314 ) Perchlorate ND

06/09/09 06/09/09 08:45 487729 ( E160.1/SM2540C) Total Dissolved Solid (TDS) 520
ug/1 4.0 1
mg/l 10 1

Data Report - Page 2 of 2



(Hr) MWH LaboratoriesA Division oi MWH Americas, Inc.

Laboratory 
QC Summary 
#271624

750 Royal Oaks Drive, Suite 100 
Monrovia, California 91016-3629 
Tel: 626 3861100 Fax. 626 386 1101 
1 800 566 LASS (1 600 566 5227)

Tronox LLC - Henderson

QC Ref #487074 - PH (H3=past HT, not compliant)Analysis Date: 06/05/2009

2906060030 TR-3 Analyzed by: sar

QC Ref #487158 - Nitrate as Nitrogen by IC

2906060030 TR-3

Analysis Date: 06/05/2009

Analyzed by: sxk

QC Ref #487288 - Sulfate

2906060030 TR-3

Analysis Date: 06/05/2009

Analyzed by: sxk

QC Ref #487321 - Alkalinity in CaC03 units

2906060030 TR-3

Analysis Date: 06/08/2009

Analyzed by: anh

QC Ref #487465 - Chloride

2906060030 TR-3

Analysis Date: 06/09/2009

Analyzed by: sxk

QC Ref #487689 - Specific Conductance at 25 C Analysis Date: 06/10/2009

2906060030 TR-3 Analyzed by: nem

QC Ref #487729 - Total Dissolved Solid (TDS) Analysis Date: 06/09/2009

2906060030
2906060032
2906060033
2906060034

TR-3
H-ll
FB060409
DUPLICATE

Analyzed by 
Analyzed by 
Analyzed by 
Analyzed by

maria
maria
maria
maria

QC Ref #488164 - Calcium, Total, ICAP

2906060030 TR-3

Analysis Date: 06/16/2009

Analyzed by: csk

QC Summary - Page 1 of 2



Laboratory 
QC Summary 

#271624

750 Royal Oaks Driva, Suita 100 
Monrovia, Calirornia 91016-3629 
Tel: 626 3861100 
Fax: 626 386 1101 
1 800 566 LABS (1 600 566 5227)

(u!) MWH LaboratoriesA Division oi MWH Americas, Inc.

Tronox LLC - Henderson 
(continued)

QC Ref #488177 - Iron, Total, ICAP

2906060030 TR-3

QC Ref #488183 - Potassium, Total, ICAP

2906060030 TR-3

QC Ref #488190 - Magnesium, Total, ICAP

2906060030 TR-3

QC Ref #488197 - Manganese, Total, ICAP

2906060030 TR-3

QC Ref #488203 - Sodium, Total, ICAP

2906060030 TR-3

QC Ref #488222 - Perchlorate

2906060030
2906060032
2906060033
2906060034

TR-3
H-ll
FB060409
DUPLICATE

Analysis Date: 06/16/2009

Analyzed by: csk

Analysis Date: 06/16/2009

Analyzed by: csk

Analysis Date: 06/16/2009

Analyzed by: csk

Analysis Date: 06/16/2009

Analyzed by: csk

Analysis Date: 06/16/2009

Analyzed by: csk

Analysis Date: 06/17/2009

Analyzed by 
Analyzed by 
Analyzed by 
Analyzed by

ser
ser
ser
ser

QC Ref #488241 - Chromium, Total, ICAP

2906060030 TR-3

Analysis Date: 06/16/2009

Analyzed by: csk

QC Summary - Page 2 of 2



(JiJ) MWH LaboratoriesA Division of MWH Americas, Inc.

Laboratory
QC Report
#271624

750 Royal Oaks Drive, Suite 100 
Monrovia, Calirornia 91016-3629 
Tel: 626 3861100 
Fax: 626 386 1101 
1 800 566 LABS {1 800 566 5227)

Tronox LLC - Henderson

QC Ref #487074 PH (H3=past HT, not compliant)

QC Analyte Spiked Recovered Units Yield (%) Limits (%) RPD (%)
DUP PH (H3spast HT, not compliant) 8.29 8.27 UNIT ( 0-20 ) 0.2

QC Ref #487158 Nitrate as Nitrogen by IC

QC Analyte Spiked Recovered Units Yield (%) Limits (%) RPD (%)
AASPKSMP Spiked sample Lab # 29 200906080012MGL ( 0-0 >
LCS1 Nitrate as Nitrogen by IC 2.5 2.45 MGL 98.0 < 90-110 >
LCS2 Nitrate as Nitrogen by IC 2.5 2.45 MGL 98.0 < 90-110 >
MBLK Nitrate as Nitrogen by IC ND <0.10 MGL
MRL_CHK Nitrate as Nitrogen by IC 0.050 0.049 MGL 98.0 ( 50-150 )
MS Nitrate as Nitrogen by IC 1.25 1.29 MGL 103.2 ( 87-121 )
MSD Nitrate as Nitrogen by IC 1.25 1.36 MGL 108.8 < 87-121 >
MS_2ND Nitrate as Nitrogen by IC 1.25 1.16 MGL 92.8 < 87-121 >
RPD_LCS Nitrate as Nitrogen by IC 98.000 98.000 MGL 0.0 t 0-20 >
RPD_MS Nitrate as Nitrogen by IC 103.200 108.800 MGL 5.3 < 0-20 >

QC Ref #487288 Sulfate

QC Analyte Spiked Recovered Units Yield (%) Limits (%) RPD (%)
AASPKSMP Spiked sample Lab # 29 200906080012MGL ( 0-0 )
LCS1 Sulfate 50 50.5 MGL 101.0 ( 90-110 )
LCS2 Sulfate 50 50.4 MGL 100.8 ( 90-110 )
MBLK Sulfate ND <0.50 MGL
MRLCHK Sulfate 0.25 0.269 MGL 107.6 ( 50-150 )
MS Sulfate 25 26.0 MGL 104.0 ( 84-130 )
MSD Sulfate 25 27.0 MGL 108.0 ( 84-130 )
MS_2ND Sulfate 25 25.3 MGL 101.2 ( 84-130 )
RPD_LCS Sulfate 101.000 100.800 MGL 0.2 ( 0-20 )
RPD_MS Sulfate 104.000 108.000 MGL 3.8 ( 0-20 )

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.
Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates
are advisory only, unless otherwise specified in the method.

QC Report - Page 1 of 6



Laboratory
QC Report

#271624(ff!) MWH LaboratoriesA Division of MWH Americas, Inc.
750 Royal Oaks Drivo, Suite 100 
Monrovia, California 91016*3629 
Tel: 626 3861100 
Fax: 626 386 1101 
1 800 566 LABS (1 800 566 5227)

Tronox LLC - Henderson 
(continued)

QC Ref #487321 Alkalinity in CaC03 units

QC Analyte Spiked Recovered Units Yield (%) Limits (%)
MS Spiked sample Lab # 200906040148 MGL ( 0-0 )
LCS1 Alkalinity in CaC03 units 100 96 MGL 96.0 ( 90-110 )
LCS2 Alkalinity in CaC03 units 100 108 MGL 108.0 ( 90-110 )
MBLK Alkalinity in CaC03 units ND <2.0 MGL
MRL_CHK Alkalinity in CaC03 units 2.00 1.79 MGL 89.5 { 50-150 )
MS Alkalinity in CaC03 units 100 88 MGL 88.0 ( 80-120 )
MS2 Alkalinity in CaC03 units 100 74 MGL 74.0 ( 80-120 )
MSD Alkalinity in CaC03 units 100 84 MGL 84.0 ( 80-120 )
MSD2 Alkalinity in CaC03 units 100 74 MGL 74.0 ( 80-120 )
RPD_LCS Alkalinity in CaC03 units 96.000 108.000 MGL 11.8 ( 0-10 )
RPD_MS Alkalinity in CaC03 units 88.000 84.000 MGL 4.7 ( 0-20 )

QC Ref #487465 Chloride

QC Analyte Spiked Recovered Units Yield (%) Limits (%)
AASPKSMP Spiked sample Lab # 20 0906090590 MGL ( 0-0 )
LCS1 Chloride 25 25.5 MGL 102.0 ( 90-110 )
LCS2 Chloride 25 26.0 MGL 104.0 ( 90-110 )
MBLK Chloride ND <1.0 MGL
MRLCHK Chloride 0.500 0.440 MGL 88.0 < 50-150 )
MS Chloride 12.5 11.8 MGL 94.4 { 74-138 )
MSD Chloride 12.5 12.7 MGL 101.6 ( 74-138 )
RPDJLCS Chloride 102.000 104.000 MGL 1.9 ( 0-20 )
RPDMS Chloride 94.400 101.600 MGL 7.3 ( 0-20 )

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.
Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates
are advisory only, unless otherwise specified in the method.
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QC Ref #487689 Specific Conductance at 25 C

QC Analyte Spiked Recovered Units Yield (%) Limits (%) RPD (%)
DUP Specific Conductance at 25 C 774 774 UMHO { 0-20 ) 0.0
DUP2 Specific Conductance at 25 C 1179 1183 UMHO < 0-20 ) 0.3
LCS1 Specific Conductance at 25 C 1000 991 UMHO 99.1 ( 90-110 )
LCS2 Specific Conductance at 25 C 1000 1004 UMHO 100.4 ( 90-110 )
MBLK Specific Conductance at 25 C ND <2.0 UMHO
MRLCHK Specific Conductance at 25 C 2.00 1.82 UMHO 91.0 ( 50-150 )

QC Ref #487729 Total Dissolved Solid (TDS)

QC Analyte Spiked Recovered Units Yield (%) Limits (%) RPD (%)
AASPKSMP Spiked sample Lab # 29 06080019 MGL ( 0-0 )
DUP Total Dissolved Solid (TDS) 364 348 MGL ( 0-10 ) 4.5
LCS1 Total Dissolved Solid (TDS) 175 160 MGL 91.4 ( 80-114 )
LCS2 Total Dissolved Solid (TDS) 700 666 MGL 95.1 ( 80-114 )
MBLK Total Dissolved Solid (TDS) ND <10 MGL
MRLCHK Total Dissolved Solid (TDS) 10.0 8.0 MGL 80.0 ( 50-150 )
RPD_LCS Total Dissolved Solid (TDS) 91.429 95.143 MGL 4.0 ( 0-20 )

QC Ref #488164 Calcium, Total , ICAP

QC Analyte Spiked Recovered Units Yield (%) Limits (%) RPD (%)
AASPKSMP Spiked sample Lab # 29 06030037 MGL < 0-0 )
LCS1 Calcium, Total, ICAP 50 50.1 MGL 100.2 ( 85-115 )
LCS2 Calcium, Total, ICAP 50 51.9 MGL 103.8 < 85-115 )
MBLK Calcium, Total, ICAP ND <1.0 MGL
MRL_CHK Calcium, Total, ICAP 1.000 1.00 MGL 100.0 ( 50-150 )
MS Calcium, Total, ICAP 50 45.3 MGL 90.6 < 70-130 )
MSD Calcium, Total, ICAP 50 41.1 MGL 82.2 t 70-130 )
RPD_LCS Calcium, Total, ICAP 100.200 103.800 MGL 3.5 t 0-20 )

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.
Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates
are advisory only, unless otherwise specified in the method.
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RPD MS Calcium, Total, ICAP 90.600 82.200 MGL 9.7 0-20 )

QC Ref #488177 Iron, Total, ICAP

QC Analyte Spiked Recovered Units Yield (%) Limits (%)
AASPKSMP Spiked sample Lab # 29 06030037 MGL ( 0-0 )
LCS1 Iron, Total, ICAP 5.0 5.10 MGL 102.0 ( 85-115 )
LCS2 Iron, Total, ICAP 5.0 5.11 MGL 102.2 < 85-115 )
MBLK Iron, Total, ICAP ND <0.020 MGL
MRL_CHK Iron, Total, ICAP 0.020 0.022 MGL 110.0 < 50-150 )
MS Iron, Total, ICAP 5.0 5.17 MGL 103.4 < 70-130 )
MSD Iron, Total, ICAP 5.0 4.96 MGL 99.2 < 70-130 )
RPD_I.CS Iron, Total, ICAP 102.000 102.200 MGL 0.2 < 0-20 )
RPD MS Iron, Total, ICAP 103.400 99.200 MGL 4.1 < 0-20 )

QC Ref #488183 Potassium, Total, ICAP

QC Analyte Spiked Recovered Units Yield (%) Limits (%)
AASPKSMP Spiked sample Lab # 29 06030037 MGL ( 0-0 )
LCS1 Potassium, Total, ICAP 20 19.1 MGL 95.5 ( 85-115 )
LCS2 Potassium, Total, ICAP 20 19.2 MGL 96.0 ( 85-115 )
MBLK Potassium, Total, ICAP ND <1.0 MGL
MRL_CHK Potassium, Total, ICAP 1.000 0.894 MGL 89.4 ( 50-150 )
MS Potassium, Total, ICAP 20 19.7 MGL 98.5 ( 70-130 )
MSD Potassium, Total, ICAP 20 18.3 MGL 91.5 ( 70-130 )
RPD_LCS Potassium, Total, ICAP 95.500 96.000 MGL 0.5 ( 0-20 )
RPD MS Potassium, Total, ICAP 98.500 91.500 MGL 7.4 ( 0-20 )

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.
Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates
are advisory only, unless otherwise specified in the method.
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QC Ref #488190 Magnesium, Total, ICAP

QC Analyte Spiked Recovered Units Yield (%) Limits (%)
AASPKSMP Spiked sample Lab # 29 06030037 MGL ( 0-0 )
LCS1 Magnesium, Total, ICAP 20 20.1 MGL 100.5 ( 85-115 )
LCS2 Magnesium, Total, ICAP 20 20.3 MGL 101.5 ( 85-115 )
MBLK Magnesium, Total, ICAP ND <0.10 MGL
MRL_CHK Magnesium, Total, ICAP 0.100 0.102 MGL 102.0 ( 50-150 )
MS Magnesium, Total, ICAP 20 19.4 MGL 97.0 ( 70-130 )
MSD Magnesium, Total, ICAP 20 17.6 MGL 88.0 ( 70-130 )
RPD_LCS Magnesium, Total, ICAP 100.500 101.500 MGL 1.0 ( 0-20 )
RPD_MS Magnesium, Total, ICAP 97.000 88.000 MGL 9.7 ( 0-20 )

QC Ref #488197 Manganese, Total, ICAP

QC Analyte Spiked Recovered Units Yield (%) Limits (%)
AASPKSMP Spiked sample Lab # 29 06030037 MGL ( 0-0 )
LCS1 Manganese, Total, ICAP 0.50 0.532 MGL 106.4 ( 85-115 )
LCS2 Manganese, Total, ICAP 0.50 0.529 MGL 105.8 ( 85-115 )
MBLK Manganese, Total, ICAP ND <0.0020 MGL
MRL_CHK Manganese, Total, ICAP 0.002 0.0022 MGL 110.0 ( 50-150 )
MS Manganese, Total, ICAP 0.50 0.526 MGL 105.2 ( 70-130 )
MSD Manganese, Total, ICAP 0.50 0.515 MGL 103.0 ( 70-130 )

QC Ref #488203 Sodium, Total, ICAP

QC Analyte Spiked Recovered Units Yield <%) Limits (%)
LCS1 Sodium, Total, ICAP 50 49.2 MGL 98.4 ( 85-115 )
LCS2 Sodium, Total, ICAP 50 49.5 MGL 99.0 ( 85-115 )
MBLK Sodium, Total, ICAP ND <1.0 MGL
MRLCHK Sodium, Total, ICAP 1.000 0.992 MGL 99.2 ( 50-150 )
MS Sodium, Total, ICAP 50 42.3 MGL 84.6 ( 70-130 )

RPD (%)

RPD (%)

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.
Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates
are advisory only, unless otherwise specified in the method.
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MSD Sodium, Total, ICAP 50 37.9 MGL 75.8 ( 70-130
RPD_LCS Sodium, Total, ICAP 98.400 99.000 MGL 0.6 ( 0-20
RPD_MS Sodium, Total, ICAP 84.600 75.800 MGL 11.0 ( 0-20

QC Ref #488222 Perchlorate

QC Analyte Spiked Recovered Units Yield (%) Limits (%)
MS Spiked sample Lab # 29 06110138 UGL ( 0-0 )
LCS1 Perchlorate 25.0 24.5 UGL 98.0 ( 85-115 )
LCS2 Perchlorate 25.0 23.9 UGL 95.6 ( 85-115 )
LCS3 Perchlorate 4 4.40 UGL 110.0 ( 75-125 )
MBLK Perchlorate ND <4.0 UGL
MS Perchlorate 25.0 24.7 UGL 98.8 ( 80-120 )
MSD Perchlorate 25.0 23.9 UGL 95.6 ( 80-120 )
RPD_LCS Perchlorate 98.000 95.600 UGL 2.5 ( 0-15 )
RPD_MS Perchlorate 98.800 95.600 UGL 1.0 ( 0-15 )

QC Ref #488241 Chromium, Total, ICAP

QC Analyte Spiked Recovered Units Yield (%) Limits (%)
AASPKSMP Spiked sample Lab # 29 06030037 MGL t 0-0 )
LCS1 Chromium, Total, ICAP 1.00 1.03 MGL 103.0 < 85-115 )
LCS2 Chromium, Total, ICAP 1.00 1.03 MGL 103.0 < 85-115 )
MBLK Chromium, Total, ICAP ND <0.010 MGL
MRL_CHK Chromium, Total, ICAP 0.010 0.0099 MGL 99.0 ( 50-150 )
MS Chromium, Total, ICAP 1.00 1.01 MGL 101.0 ( 70-130 )
MSD Chromium, Total, ICAP 1.00 1.00 MGL 100.0 < 70-130 )

RPD (%)

RPD (%)

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.
Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates
are advisory only, unless otherwise specified in the method.
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